Determination of human mast cell tryptase by bioluminescence-enhanced two-site immunometric assay.
A highly sensitive bioluminescence-enhanced two-site immunometric assay for human mast cell tryptase was developed. The usable range of the standard curve was from 10 ng to 10 micrograms per litre. The intra-assay coefficient of variation of the test was between 8.0 and 12.3%, and the inter-assay coefficient of variation between 8.3 and 13.5%. Recovery of human mast cell tryptase in human serum was 100% (fraction of serum in the test sample: 0.30).